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The uncertainty of the ac Stark shift due to thermal radiation represents a major contribution
to the systematic uncertainty budget of state-of-the-art optical atomic clocks. In the case of
optical clocks based on trapped ions, the thermal behavior of the rf-driven ion trap must be
precisely known. This determination is even more difficult when scalable linear ion traps are
used. Such traps enable a more advanced control of multiple ions and have become a platform
for new applications in quantum metrology, simulation and computation. Nevertheless, their
complex structure makes it more difficult to precisely determine its temperature in operation
and thus the related systematic uncertainty. We present here scalable linear ion traps for
optical clocks, which exhibit very low temperature rise under operation. We use a finite-
element model refined with experimental measurements to determine the thermal distribution
in the ion trap and the temperature at the position of the ions. The trap temperature is
investigated at different rf-drive frequencies and amplitudes with an infrared camera and
integrated temperature sensors. We show that for typical trapping parameters for In+, Al+,
Lu+, Ca+, Sr+ or Yb+ ions, the temperature rise at the position of the ions resulting from
rf heating of the trap stays below 700 mK and can be controlled with an uncertainty on the
order of a few 100 mK maximum.
I. INTRODUCTION
One of the major contributions to the systematic fre-
quency uncertainty of all optical clocks is the uncertainty
of the ac Stark shift induced by thermal blackbody radi-
ation (BBR). For clocks based on neutral atoms trapped
in optical lattice potentials, this requires a precise knowl-
edge of the temperature of the vacuum chamber and en-
vironment. For the environment a control at the level of
5 mK uncertainty has been demonstrated1. In the case of
optical clocks based on trapped ions, the nearest surfaces
to the ions are the trap electrodes at distances of a few
100 µm. rf-driven ion traps operate at several 100 V to
several kV rf amplitudes and several amperes of current
flowing through the electrodes. Heating sources, dielec-
tric losses and temperature gradients of the ion traps
must be known very precisely to determine the tempera-
ture at the position of the ion with a low uncertainty. The
best temperature uncertainty at the location of the ions
achieved so far2 is 140 mK in a end-cap trap. Today’s
best optical clocks based on trapped atomic ions have
uncertainties accounted to the BBR shift of 4.2 × 10−19
and 1.7 × 10−18 with temperature uncertainties at the
location of the ion of 2.7 K and 1.1 K, respectively.3,4 For
transitions in ions with a higher static differential po-
larizability such as 88Sr+ and 40Ca+, BBR shift uncer-
tainties of 1.1 × 10−17 and 1.3 × 10−17 are reported
respectively, which are dominated by the temperature
uncertainty at the position of the ion.5–7 More and more
optical clocks are using composite systems for sympa-
thetic cooling or quantum logic readout.3,8–15 In addi-
a)Tanja.Mehlstaeubler@ptb.de
tion, there is an increasing interest in multi-ion clock op-
eration to increase the signal-to-noise ration compared to
single-ion clocks.16–21 For this new generation of clocks
linear ion traps are needed, which are also an ideal plat-
form for quantum computation and quantum simulation.
These more complex and scalable ion traps allow multi-
register operation, so that ion loading, interrogation and
storage can take place simultaneously. Their complex
structure usually leads to temperature gradients, which
greatly complicates determining the temperature at the
position of the ions precisely.
In this article we present a detailed experimental and
numerical analysis of the thermal behavior of chip-based
linear ion traps. The achieved trap-related temperature
uncertainty at the position of the ions is below 80 mK
for typical trapping parameters of mixed In+/Yb+ ion
crystals. This uncertainty is the smallest to-date in the
ion trapping community and will improve the frequency
uncertainty of modern optical ion clocks.
The paper is organized as follows: in section II we de-
scribe the design and numerical modeling of the ion trap
and detail input parameters. The model is used to ana-
lyze the trap thermal behavior and its heat distribution,
thus leading to the precise determination of the temper-
ature at the position of the ions. The results of tempera-
ture measurements of three new traps, labeled A, B and
C are presented in section III and are in good agreement
with the model. Using an IR camera and Pt100 sensors
directly integrated into the trap structure, we analyze
the scaling of the rf-induced heating of the traps with
frequency and voltage amplitude. In section IV we dis-
cuss uncertainty contributions to the temperature of the
trap and at the location of the ions. An estimate on the
resulting trap-related uncertainty of the BBR shift for
typical ion clock species is given in section V. We con-
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2Table I. Properties of some dielectric materials at room temperature that are used or could be used for rf ion trap construction.
The values are given for different frequencies owing to a lack of data.
Fused silicaa Sapphireb Rogers Alumina AlNc CVD-
(4350B)d ceramics (Al2O3)
e Diamondf
Loss tangent (x10−4) <4 (1 MHz) 1 (1 MHz) 31 (2.5 GHz) 1 (1 MHz) 4 10 (1 MHz)
Dielectric constant 3.8 9.4 3.5 9.9 8.9 5.7
Thermal conductivity 1.4 23 0.7 32 175 >1800
(W m−1 K−1)
Coefficient of thermal 0.52 7 10-32 7.2 4.6 1.0
expansion (10−6 K−1)
a Valley Design & HEBO Spezialglass
b Valley Design, C-Plane sapphire, values in perpendicular direction to the C plane
c Valley Design
d Rogers Corporation
e Kyocera
f Diamond Materials
clude in section VI with a summary about the achieved
temperature management in the new traps.
II. DESIGN AND NUMERICAL MODEL
In a previous study, thermal analysis based on finite
element method (FEM) models and thermal imaging
with an infrared (IR) camera of various types of 3D
and 2D traps have been performed2,22. This study
led to design recommendations for the development
of ion traps with reduced thermal heating. Suitable
materials with low dielectric rf losses should be used for
the dielectrics. The dimensions of the conductors and
the electrical capacity of the trap should be optimized
to reduce Joule heating. To ensure an efficient heat
removal, materials with high thermal conductivities are
preferable and the thermal contacts should be optimized
to offer a good thermal heat sinking. The emissivities
of the parts heating during the trap operation should
be kept as small as possible to avoid fluctuations of the
thermal radiation visible to the ions.
Here we focus on chip-based linear ion traps and give an
extended description of the numerical model for linear
chip ion traps which is in good agreement with the ex-
perimental measurements in section III. Table II gives an
overview about the three new traps A, B and C and the
performed measurements. The traps B and C are cur-
rently in use to trap ions and to perform high-precision
spectroscopy23. Trap C was tested in a chamber with a
deep-IR viewport enabling IR camera measurements.
A. Selection of materials
In the following we discuss the advantages and
drawbacks of different materials that are typically used
for trap fabrication. Several dielectric materials have
properties fitting the previous recommendations. A
material selection together with rf-related properties
is listed in table I. The design of the linear ion trap,
presented here, is adapted from a previous publication16.
The first versions of the trap have been realized with
a glass-reinforced hydrocarbon and ceramic laminate
with low electrical losses (Rogers RO4350B™), which is
broadly used in industry for electrical circuitry.
Rogers (4350B)
Custom printed circuit boards (PCB) made from Rogers
4350B can be ordered at relatively low costs. Standard
PCB fabrication techniques can be used, thus affording
a great flexibility in the design and the fabrication.
The suitability of this material, based on the previ-
ously published design16, has already been successfully
demonstrated24,25. A similar ion trap is currently in-
stalled in a setup for an Al+ quantum logic clock26 with
BBR uncertainty at the level of 4 × 10−19. Drawbacks
of this material are the low thermal conductivity, a
lower stiffness and less precise machining compared to
ceramics or crystalline materials.
Alumina ceramics (Al2O3)
An alternative and commonly used, material is alu-
minium oxide (Al2O3)
27,28, which offers good electrical
performances and thermal conductivity. It can be
machined using laser ablation. A major drawback is
that the ceramic material is of granular structure, which
makes it more difficult to machine and displays lower
homogeneity inside the material compared to crystalline
materials.
CVD-diamond
CVD-diamond (chemical vapor deposition) is increas-
ingly used in industry and was recently used to fabricate
ion traps3. It displays very good electrical properties and
an excellent thermal conductivity. It can be structured
with a much higher precision than ceramics and is more
homogeneous in terms of temperature gradients. It is,
however, difficult and time consuming to grow. The
3Table II. Overview of the three chip traps studied in this work.
Trap Setup Characterization Gold thickness
A CMI Prague IR-measurements (sec. II C and sec. III B) + rf heating (sec. III C) chips 1 and 4: 4.5 µm
chips 2 and 3: 2.5-3.0µm
B PTB (1) Calibration of integrated Pt100 sensors (sec. III A and sec. VI) all chips 4.5 µm
+ rf-heating23 (sec. III C)
C PTB (2) Calibration of integrated Pt100 sensors (sec. III A and sec. VI) all chips 4.5 µm
+ rf-heating (sec. III C)
Figure 1. Left: exploded view of the trap stack consisting of four gold-coated AlN wafers and a thick AlN support board. The
rf voltage to confine the ions is applied to chips 2 and 3. The temperature of the trap is monitored with two calibrated Pt100
sensors (red circles). Middle: 3D view of the assembled trap. Right: trap on its carrier installed on AlN feet in a titanium
vacuum chamber. A thin piece of indium foil (100µm) is placed between all contact areas where good heat transport is critical.
micro-machining of graphite-free structures with high
precision needs to be done with complex techniques
involving fs-lasers. The crystalline material allows for
extremely precise structuring and high homogeneity,
however industry-grade fs-lasers became available on
the market only recently. Laser processing of diamond
is still under development. A high-precision diamond
trap with integrated optics is currently under devel-
opment at PTB together with German industry partners.
Fused silica and sapphire
Another very recent development is the fabrication of 3D
and 2D structures using laser-assisted chemical etching29
of fused silica and sapphire. Structures with 1 µm pre-
cision in fused silica have already been demonstrated30.
The low electrical losses of those materials, combined
with this new flexible and precise fabrication technique,
make them an interesting choice for a new generation
of ion traps with complex geometries. Sapphire has a
better thermal conductivity than fused silica and its
electrical properties are ideal for use in a cryogenic
environment, but is more difficult to machine with
lasers, owing to its birefringence. The first tests of such
traps are under investigation30,31.
Aluminium nitride (AlN)
The traps evaluated in this article are made of alu-
minium nitride (AlN), a ceramic with a high thermal
conductivity and low electrical losses. This material is
readily accessible and offers a low surface roughness,
which leads to good thermal contacts and a low emis-
sivity after being gold coated. A precise fabrication of
the material for linear traps can be realized via ns-laser
ablation. The suitability of this material for high-end
traps has been demonstrated and AlN ion traps have
successfully been used in the field of high-precision
spectroscopy23,32.
The experiments presented in this article are car-
ried out with AlN traps but the numerical model and
the described methods are valid for any kind of material.
B. Ion trap design and passive thermal management
The heating behavior of a trap is influenced by
numerous factors. In this section we give details on
the trap design and the passive thermal management.
Furthermore the dielectric loss in the glue used for
assembly is analyzed.
The trap is composed of a stack of four AlN chips
(see figure 1). The 380 µm-thick chips are sputtered
with 4 µm of gold. The outer geometry, the central
slit and the conductor tracks are machined via laser
cutting/structuring with a pulsed UV ns-laser. The
chips are glued on AlN spacers to define distances of
1 mm between the central chips 2 and 3, carrying the
rf, and 0.127 mm between the outer and inner chips.
Two calibrated Pt100 sensors are soldered to the central
4chips to allow the precise in-situ determination of the
trap temperature (see III A). The trap stack is glued
on a thicker carrier made of AlN. To remove the heat
generated in the trap, the carrier is screwed on AlN
feet attached to a metal breadboard, which is thermally
connected to the vacuum chamber. A thin sheet of
indium is placed at the contact interfaces to reduce
thermal resistances.
Dielectric losses of the glue
We checked that the glue33 used to precisely assemble the
trap does not contribute to dielectric heating. Therefore
we placed large amounts of glue on a single chip made of
Rogers (see figure 2 left) and use a comparative measure-
ment with an infrared (IR) camera34 (figure 2 right). A
high voltage signal of 1.75 kV amplitude at 18.6 MHz is
applied on the electrode. The temperature rise measured
at the glue in direct contact with the rf electrode is about
4.1 K, which corresponds to about 55 % of the total heat-
ing. This is to be expected because the rf field is at its
highest on the edges of the rf electrode and any material
would increase the temperature rise if placed here. We
do not see any noticeable heating of the glue placed a few
millimeters away from the rf electrode.
Figure 2. Left: Picture of the chip made of Rogers where large
drops of glue have been placed. Right: IR picture showing the
heat distribution when a rf voltage of 1.75 kV amplitude at
18.6 MHz are supplied to the chip.
We conclude that the small amounts of glue used far
away from the electrodes for the trap assembly do not
contribute to the trap heating. Details about the exper-
imental setup with the infrared camera can be found in
section II C.
C. Numerical model and experimental parameters
The following section describes the numerical model
of the new AlN traps (A-C) and explains which input
parameters are needed. Not all emissivities of the
used materials are known from literature so that their
measurement and the determination of the thermal
contacts inside the trap stack are described at the end
of this section.
Numerical model
The trap heating was modelled using the software AN-
SYS and follows the same method as in reference22. The
geometry includes the four AlN gold-coated trap chips,
the carrier along with its feet made of AlN and the cop-
per strips used to connect the trap to the rf drive and the
rf feedthrough (see figure 3). The feet and rf feedthrough
are thermally connected to the vacuum chamber contain-
ing the trap which is set to a temperature of 20 °C.
Figure 3. FEM model (ANSYS) of trap B including its AlN
feet and copper strips for rf connections. The vacuum cham-
ber is not shown for clarity.
We calculate the thermal heating arising from the rf
voltage applied to the trap. The heat sources taken into
account are the heat generated in the isolators as well as
the Joule heating in the conductors and radiated power.
The thermal heat sinking of the assembly is modelled
by thermal conductivities of contacts between parts and
their bulk thermal conductivities and by face to face
radiation.
Input parameters for the thermal model
The required input parameters for the model are
material properties such as electrical conductivities,
emissivities and dielectric loss tangents of the isola-
tors, the geometric dimensions like the thickness of the
gold coating, and the thermal contacts between the parts.
For the electrical conductivities we use literature values
(41 MS/m for gold, 58 MS/m for copper). The gold
thicknesses have been measured with a profilometer and
vary slightly between the three traps. For the dielectric
loss tangent of AlN a value of 5 × 10−5 is used, which
lies in the given range from the manufacturer and leads
to agreement between the model and experiments. The
emissivities of the materials surrounding the ions need
to be known precisely, as they influence the magnitude
of the thermal radiation to the ions.
Emissivities
To measure the emissivities, samples of the used materi-
als and a nearly perfect black emitter35 are placed on a
copper disk which is stabilized to temperatures between
3 °C and 45 °C. The setup is placed inside a vacuum
chamber with a residual pressure of about 10−3 mbar
and IR images are taken through a ZnSe viewport.
By plotting the detected signals S in dependence of
T 4 and doing a linear regression (S = ki,ref · T 4ref +
b) the emissivities of the samples i can be extracted
from the ratio i = ki/kref . The additive constant
is mainly related to reflected radiation. The values
measured here are valid only for this set-up since the IR
camera sensitivity is spectrally limited and also the ZnSe
5viewport transmission has a spectral dependency. The
measurements agree nevertheless with published values,
when available. The resulting values for the emissivities
of the selected materials are listed in table III.
Table III. Measured effective emissivities of different materials
used for trap fabrication or calibration of the IR-measurement
set-up.
Material Emissivity  σ
Shapal22 86.7% 0.3%
AlN polished22 73.0% 0.8%
gold sputtered (4µm on AlN)22 4.3% 0.8%
gold electroplated (4-6µm on AlN)22 4.3% 0.8%
Au/Ni/Cu leads on Rogers 4350B 5.3% 0.7%
Rogers 4350B 97.8% 0.3%
Gluea 90.9% 0.4%
black tape (PVC adhesive) 94.9% 0.3%
a Optocast 4310 Gen2
For a more detailed explanation about the measurement
of emissivities and obtained values for common vacuum
materials the reader is referred to reference36.
Thermal contacts
The precise determination of thermal contacts is compli-
cated. It requires a known heat input and a sensor behind
the thermal contact to be measured. Having two sensors
placed on each central chip 2 and 3, we use one sensor as
a heater by passing a DC current through it and the sec-
ond as a sensor and vice versa to obtain a first estimate
of the thermal resistance between the central chips. We
then adjust the values of the thermal contacts between
chips and spacers in the model to obtain a good agree-
ment with the Pt100 measurements. For trap A also par-
allel IR measurements are performed (see figures 4 and
5).
Figure 4. Left: IR image of DC heating caused by Pt100 sen-
sor 1 in trap A (101 mW), with Pt100 sensor 2 visible. Right:
Heating of trap A through rf current with 1 kV amplitude
at 15.3 MHz, with Pt100 sensor 2 visible. No corrections for
emissivities, reflectivities nor reflected radiation are applied.
On the left in figure 4 an IR image of trap A is shown
where sensor 1 (on chip 2) is used to introduce a heat
load of 101 mW and the trap is monitored with the IR
camera facing chip 4 showing sensor 2 (on chip 3). The
heat distribution of this DC heating with 101 mW is
comparable to the the heating of the trap induced by the
application of a rf voltage of 1 kV amplitude at 15.3 MHz
as shown on the right in figure 4. Corrections for emis-
sivities, reflectivities and the loss of the vacuum window
are not applied in both IR images. For details about
how this is done the reader is referred to section III B.
Those uncorrected images can not be used to determine
absolute temperatures and can not be interpreted by the
apparent color due to the different material emissivities.
Figure 5 displays the evaluation of an IR measurement
and the resistance measurement of sensor 2 of trap A
while applying 296 mW of heating using sensor 1.
The IR camera monitors from the direction of chip 1
thereby also showing sensor 1. The shown temperature
courses belong to the regions of the trap indicated on
the right of figure 5. They have been corrected with
respect to emissivities, reflectivities and the loss of
the vacuum window. An additional Pt100 sensor is
placed on the vacuum chamber ground. The extracted
temperatures of the IR camera and the Pt100 sensor
1 agree within 0.1 K (region 3). The carrier board
is colder than the chips above, showing that heat
sinking could be further improved. The temperatures
extracted for the multiple regions are used to determine
the missing thermal conductivities within the simulation.
By fitting thermal conductivities between trap chips, car-
rier board and legs in a range from 1 ×103 W m−2 K−1
and 1 ×104 W m−2 K−1 we get very good agreement be-
tween the FEM simulation and all experimental trap se-
tups.
D. Thermal analysis
The numerical model described in the previous section
(II C) can be used to reveal information about the
distribution of heat generation among the different
trap components. In this section we analyze the heat
generation of this series of traps and compare it to the
previous generation of traps22.
Table IV lists the heat generation and percentage con-
tributions for all trap components of trap B according
to the model. The absolute values are given for an rf
voltage amplitude of 500 V and a frequency of 24.4 MHz.
15% of the total heat generation is attributed to the di-
electrics (boards), 35% to the copper strips supplying the
trap with rf voltage and 50% to the Joule heating in thin
conductors such as the gold coating on the chips. We
confirm the heat distribution given by the model with a
frequency dependent analysis of trap temperature rises
measured with the integrated Pt100 sensors.
In figure 6 we compare the distribution of the rf heating
of trap B with the first generation of the trap, which was
presented in reference22. The major improvements in the
rf heating lie in the better surface quality of the AlN chips
and a better-controlled fabrication process. As a conse-
6Figure 5. Left: IR measurement for several regions of trap A during DC heating using Pt100 sensor 2 (296 mW) with applied
corrections for emissivities and reflectivities. Right: Scheme for the analyzed trap regions, showing the monitored positions.
Table IV. Distribution of the heat generation among the trap
components (trap B) given by the FEM model. The values
given for the absolute heating power are given for a rf voltage
amplitude of 500 V at 24.4 MHz.
Trap part Power % of total
(mW) heat generated
rf heating Copper strips 16.5 35.3
Boards + AlN feet 6.8 14.5
Gold coatings 23.2 49.5
Others 0.3 0.7
Total rf heating 46.8 100.0
Loss by Copper strips 0.2 0.5
radiation Boards 4.7 10.1
Gold coatings 0.2 0.4
Others 0.1 0.3
Total radiation 5.3 11.3
Conduction Copper strips 5.0 10.6
Mounts 36.5 78.1
Total conduction 41.5 88.7
quence, a much smaller amount of heat is observed in the
dielectrics (boards). The dominant part of the heating
process now takes place in the thin gold coatings. The
other important improvements lie in the thermal con-
tacts of the trap stack and its carrier, which have been
improved per design and in the fabrication process.
E. Temperature derivation at the position of the ions
The BBR at the position of the ions induces an ac
Stark shift on the clock transition. To specify the shift
with the smallest possible uncertainty, the temperature
at the position of the ions Tions need to be known
precisely. With the application of a rf voltage used to
confine ions the trap experiences a temperature rise
compared to the temperature of the vacuum chamber
Tchamber. The temperature rise of the trap results in
a temperature rise at the position of the ions ∆Tions
because a large part of the solid angle visible to the
ions is covered by the ion trap. The temperature at
Figure 6. Distribution of the heat generation for the previous
generation of the trap22 (black) and this work (red) both at
1 kV rf amplitude at 15.4 MHz.
the position of the ions Tions is therefore described by
equation (1).
Tions = Tchamber + ∆Tions (1)
The integrated Pt100 sensors allow the in-situ temper-
ature measurement of the trap at the location of the
sensors and thereby the determination of the rf-induced
temperature rise at the positions of the sensors ∆Tsensor i
(i=1,2) with respect to the temperature of the vacuum
chamber. As the model described in section II C
calculates the temperature rise with respect to the
temperature of the vacuum chamber at any position
of the trap assembly, the temperature rise at the ions
∆Tions can be compared to the temperature rise at the
location of the Pt100 sensors ∆Tsensor i and by that
conversion factors (α and β) can be derived as defined in
equation (2). If the temperature of the vacuum chamber
is known, this enables the in-situ determination of the
temperature at the location of the ions Tions and the
resulting ac Stark shift by measuring the temperature
rise at the positions of the sensors ∆Tsensor i (i=1,2):
∆Tions = α ·∆Tsensor 1 = β ·∆Tsensor 2 (2)
(with α = 0.43± 0.10 and β = 0.32± 0.10).
7A smaller temperature uncertainty can be obtained by
using the mean value derived from both sensors, as given
in equation (3):
∆Tions =
α ·∆Tsensor 1 + β ·∆Tsensor 2
2
. (3)
To estimate the temperature rise seen by ions stored in
the trap we included small blackbody spheres (points of
interest, POIs) with unity emissivity into the trap model.
These spheres are positioned in the center of the trap
segments, along the expected nodal line of the axial rf
trapping field (see figure 7). It should be noted that the
POI A and POI B are not located at positions where ions
can be trapped and are only used as additional sensors.
Figure 7. FEM model of the trap with several points of in-
terest (POI) along the trap axis. The POIs are inflated to be
visible.
The uncertainties on the conversion factors in equa-
tion (3) are deduced from 24 simulations with different
values for the input parameters. The variation range of
the input parameters is listed in table V. All parame-
ters have been varied by more than 50 % to give a very
conservative estimate. For the rf voltage uncertainty a
conservative value of 10 % has been used. The parame-
ter with the highest influence on the temperature at the
ions is the emissivity of gold, which is coating the parts
closest to the ions. A variation from 0.02 to 0.15 at a
nominal value of 0.043 is taken for this input parameter
to account for variations in the coating homogeneity and
surface quality. The differences in temperature at the
position of the ions between all 24 simulations result in
an uncertainty σα=σβ=0.10 for the conversion factors α
and β in equation (3).
The conversion factors are valid for any trapping segment
of the trap within their uncertainty. The temperature rise
in each segment is estimated with a different blackbody
sphere in the model (see POI 1 to POI 8 in figure 7). The
difference of the temperature rises between the blackbody
spheres at the outer end of the trapping region (POI 3
and POI 9) and the trap center (POI 0) are below 3 %,
thereby well below the contribution of the uncertainty of
the conversion factors.
III. TEMPERATURE MEASUREMENTS
In this section we report about temperature mea-
surements of all three traps. Table II (in section II)
Table V. Variation range of the input parameters used in the
FEM model to estimate the uncertainty of the conversion fac-
tors α and β
.
Properties Variation
Emissivity of windows 0.1 to 0.8
Emissivity gold 0.02 to 0.15
Emissivity AlN 0.5 to 1.0
Emissivity vacuum 0.1 to 0.5
chamber
Thermal contacts (legs) 1000 to 5000
(W m−2 K−1)
Thermal contacts (boards) 1000 to 6000
(W m−2 K−1)
Voltage amplitude (V) 950 to 1050
Loss tangent AlN 3 ×10−4 to 9 ×10−4
gives an overview about the small differences between
the three traps A, B and C and about the performed
measurements or calibration.
In the first part of the section we report about the cal-
ibration of the integrated Pt100 sensors, carried out to
improve the uncertainty specified by the manufacturer
and to consider the circuitry on the trap. Afterwards
we describe temperature measurements performed with
an IR camera and the integrated Pt100 sensors to in-
vestigate temperature gradients and the scaling of the
rf-induced heating of the trap with rf voltage amplitude
and frequency, respectively.
A. Calibration procedure of the integrated Pt100 sensors
Figure 8. Absolute temperature uncertainty σT,Pt100 for the
two integrated and calibrated Pt100 sensors on the traps B
(blue) and C (red). The open symbols and dashed lines cor-
respond to sensor 1 and the closed symbols and the solid lines
to sensor 2. The uncertainty is temperature-dependent and
increases with about 3 mK/°C.
The two Pt100 platinum resistance temperature sen-
sors that are integrated on the two inner rf chips (see
figure 1) can be read out via a 4-wire measurement.
From this local temperature measurement the temper-
ature at the position of the ions and thereby the result-
8ing BBR shift can be estimated in-situ as described in
equation (3) in section II E. Two capacitors are placed
in parallel next to the two Pt100 sensors to short all ac
voltages. From the manufacturer the temperature uncer-
tainty of the Pt100 sensors is specified with 300 mK. For
a precise temperature estimate a smaller uncertainty is
essential. Therefore we calibrated the sensors integrated
in trap B and C as described in the appendix VI.
The result of the calibrations is shown in figure 8 and
reveals an absolute temperature uncertainty σT,Pt100 of
below 70 mK for both sensors in the case of trap B and
below 60 mK for trap C for a typical lab temperature
of 22 °C. The temperature resolution of the reading of
the integrated Pt100 sensors is below 1 mK, which allows
the in-situ detection of very small temperature changes
during trap operation.
B. Measurements with IR camera
The integrated Pt100 sensors of the trap show local
temperatures at the position of the sensor. To observe
temperature gradients across the trap infrared measure-
ments have been performed with trap A. In the following
the procedure and evaluation of these measurements is
explained.
Trap A is placed inside a vacuum chamber featuring
a zinc selenide (ZnSe) vacuum viewport and several
sensors to monitor the temperature of the chamber,
the viewports and the IR camera34. A reference black
emitter is placed at the chamber bottom next to the trap.
When looking through the IR camera at an object
consisting of several materials in thermal equilibrium,
the apparent temperature of the different materials
is different. The reasons are their different effective
emissivities (depending on material and surface texture)
and reflections of thermal radiation coming from other
objects. For a correct evaluation, the emissivities of all
materials under test must be known precisely and the
reflected radiation from other objects must be subtracted
from the IR image. The procedure to determine the
emissivities has been described in section II C.
We use the IR camera measurements to extract the tem-
perature rise across the whole trap induced by rf heating
to analyze the maximal temperature gradient across the
trap. Therefore the temperature of the chamber, trap
and black emitter are monitored with the IR camera and
Pt100 sensors while the trap drive is first switched off
until the whole system reaches thermal equilibrium. The
objects surrounding the trap are temperature stabilized
to a level of 0.2 °C so that their radiated power shining
on the trap stays as constant as possible. This is later
subtracted from the recordings of the camera such that
the values agree with the Pt100 sensors in thermal equi-
librium after also accounting for the emissivities and the
viewport losses. The temperature of the bottom of the
chamber recorded by a Pt100 sensor is used as a tem-
perature reference during the measurements. The un-
corrected IR reading of the black emitter at the bottom
of the chamber is therefore adjusted to match this tem-
perature, thus correcting camera drifts. After reaching
thermal equilibrium the rf is switched on until the tem-
perature is in equilibrium again. At this point the rf
field is switched off again and the system is allowed to
reach equilibrium one more time. This enables check-
ing of possible residual uncorrected drifts of the camera,
which are below 0.1 °C as shown for the measurement in
figure 5. With all the described steps the camera record-
ings are corrected for temperature drifts, reflected ra-
diation, emissivities of the materials and for the losses
attributed to the ZnSe viewport. The reflected radiation
that is subtracted can be higher when the temperature is
high and can lead to an overestimation of the tempera-
ture rise measured with the IR camera. This uncertainty
is included in the noise of the IR camera for all materials
considered in this study. The uncertainty of the temper-
ature estimation from an IR measurement increases for
low emitting materials, because they are highly reflect-
ing. To enhance the resolution and to reduce the uncer-
tainty, thin, black tape with a thickness of 0.1 mm with a
calibrated emissivity (95%) can be placed in that region.
The achieved temperature uncertainty of the IR camera
measurements is σT,cam = 0.2 K + 0.05 ∆T , where ∆T is
the observed temperature rise in kelvins.
Figure 9. IR camera image of the temperature rise of trap A
induced by the application of a rf voltage at frf = 21.5 MHz
and Urf = 1.5 kV. The vacuum viewport and IR camera face
the trap chip 4, with the other chips being mostly covered
by it. For the shown image a cold image (rf off) has been
subtracted from the hot image (rf on) and corrections for
the AlN emissivity and the vacuum losses are included. This
means the temperature scale is just valid for the AlN parts.
Figure 9 displays the temperature rise of trap A being
in thermal equilibrium at an applied rf voltage of 1.5 kV
peak at a drive frequency of frf = 21.5 MHz compared to
thermal equilibrium when no rf is supplied. We subtract
the cold image, where the rf voltage is switched off for
a long time, from the hot image, where the rf voltage is
applied. The size of the ZnSe vacuum viewport limits
9the visible area of the trap such that the complete car-
rier board can not be seen. The trap is placed such that
chip 4 is facing the IR camera. The shown temperature
scale accounts for the emissivity of AlN and the vacuum
viewport transmission. This implies that only the tem-
perature of the AlN surfaces are shown correctly in this
picture, but it can of course be adapted to the other
materials. Since gold features a much smaller emissivity
than AlN (Au = 0.05 and AlN = 0.78), meaning that less
thermal radiation is emitted, the gold electrodes seem to
be much colder as they are in reality. The comparably
low emissivity of gold helps to reduce the BBR seen by
the ions. The shown temperature rise of trap A in fig-
ure 9 is highest in the lower left corner and lowest in the
upper right in the scope of that measurement and agrees
with the model in figure 3. The difference between these
two points is 0.51 K and is the largest gradient in that
measurement. The hottest point of the whole trap is on
chip 3 and the total gradient is greater than 4 K between
the trap feet and the hottest point on chip 3 according
to the model.
C. Dependency of trap heating on Urf and frf
The scaling of the trap temperature rise with rf
voltage follows a quadratic behavior22 while the scaling
with the frequency is more complex. The reason for
that are the different heating mechanisms in conductors
and insulators. In this section we derive the frequency
scaling of the different heating mechanisms theoretically
and verify this scaling experimentally. Furthermore
we measure the voltage scaling of the rf heating and
compare the three traps.
Heating mechanisms and their frequency scaling
The dissipated power due to rf absorption in dielectrics
is given by the relation in equation (4). Here, E is the
electric field induced by the drive voltage Urfcos(Ωrft)
at the angular frequency Ωrf and 0 the permittivity of
free space. In the case of AlN the relative permeability
r and the loss tangent tan(δ) are constant for the
considered frequency range37, so that the absorbed
power scales linearly with the frequency:
Pdielectrics(Ωrf) = Ωrf · 0 · r · tan(δ) · |E|2 . (4)
For resistive losses, originating from conductors, the fre-
quency dependence of the current and the resistance have
to be taken in account and result in the relation given in
equation (5) where ζ(Ωrf) =
√
2ρ
Ωrf ·µ is the skin depth, d
is the thickness of the conductor, ρ is the resistivity of
the conductor material and µ the permeability.
Pres(Ωrf) ∝ Ω
2
rf
ζ(Ωrf) · [1− exp(−d/ζ(Ωrf))] (5)
For thick conductors (d  ζ(Ωrf)) the exponen-
tial term can be neglected and Pres ∝ Ω2.5rf . At
Ωrf = 2pi × 24.4 MHz the skin depth is 15.9 µm for gold
and 13.4 µm for copper. This condition is fulfilled for
the copper strips (d = 100 µm) connecting the electrical
feedthrough to the trap rf electrodes. For thin conductors
like the trap electrodes of 4 µm gold, where d ≈ ζ(Ωrf)
the skin effect can be neglected and Pres ∝ Ω2rf .
In summary the frequency dependence of the trap tem-
perature rise due to rf heating can be described with
equation (6).
∆T (frf) = γT · U2rf · (λ1 · frf + λ2 · f2rf + λ3 · f2.5rf ) (6)
γT describes the dependence of the temperature rise on
the rf voltage amplitude Urf at a reference frequency
fref and can be slightly different even at the same
fref for the three traps due to variations in the heat
conductivity or the gold thickness originating from the
manufacturing process. The coefficients λ1, λ2 and λ3
are determined by the portion of the respective heating
mechanism (λ1: dielectrics, λ2: thin conductors and
λ3: thick conductors) and have to be given for the same
reference rf frequency fref . fref is the typical rf drive
frequency used in the setups of the traps A, B and C. In
principle γT, λ1, λ2 and λ3 are not frequency-dependent
and could be combined and given at one reference rf
frequency for all traps. For an easier comparison with
the experiments we decided to give the coefficients at
those setup specific reference frequencies.
Table VI summarizes the coefficients λ1, λ2 and λ3 de-
rived from the heat distribution given by the model at
the respective reference frequency fref . The values for
trap A are slightly different because of the smaller gold
thickness on the central electrodes.
Table VI. Coefficients λ1, λ2 and λ3 describing the portions of
the different heating mechanisms at the reference frequency
fref . The values are derived from the heat distribution given
by the model. Trap A has different coefficients because of the
thinner gold thickness.
Trap fref (MHz) λ1 (MHz
−1) λ2 (MHz−2) λ3 (MHz−2.5)
A 15.1 0.14/fref 0.52/f
2
ref 0.34/f
2.5
ref
B 24.4 0.15/fref 0.50/f
2
ref 0.35/f
2.5
ref
C 16.4 0.15/fref 0.50/f
2
ref 0.35/f
2.5
ref
We use those coefficients for rescaling the voltage-
dependent temperature rise measured at different rf
frequencies, thus enabling comparisons between the
three traps.
Measured Urf and frf scaling
The rf-induced temperature increase of all three traps
has been measured with the two integrated Pt100 sensors
for several rf voltage amplitudes and frequencies (see
figure 10 and 11). All three traps show extremely low
heating of below 2 K for all tested rf drive frequencies.
The temperature rise on sensor 1 (positioned on chip 2,
open rectangular in all figures) is always lower than on
sensor 2 (positioned on chip 3, filled circle in all figures)
because its location is closer to the carrier board and
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Figure 10. Voltage-dependent rf-induced temperature rise measured with the integrated Pt100 sensors. The open rectangular
and closed circle symbols correspond to sensor 1 and sensor 2 respectively. The dashed and solid lines are quadratic fits to
the measured values. Left: Temperature rise vs. rf voltage in trap C for two different rf drive frequencies: 16.4 MHz (red)
and 21.8 MHz (green). The values at 21.8 MHz have been rescaled to a rf frequency of 16.4 MHz with equation (6) (black
lines). Right: Comparison of the temperature rise in trap B at 24.4 MHz (blue) and trap C (red), for trap B the values have
been rescaled to a rf frequency of 16.4 MHz with equation (6) (black lines). The error bars are dominated by the absolute
uncertainty of the integrated Pt100 sensors since the fitting errors for the warming and cooling of the trap are negligible.
thereby the heat sink.
The measurements of the Urf scaling of the trap heating
are shown in figure 10. To determine the temperature
rise the trap drive was first switched on until the
system reached thermal equilibrium and then switched
off until thermal equilibrium was reached again. This
warming and cooling of the trap was then fitted and the
difference between the two steady-state temperatures
is taken as the temperature rise ∆T . On the left the
rf voltage dependent temperature increase for trap C
is shown for two frequencies and the data have been
fitted with a quadratic function: frf = 16.4 MHz (red)
and frf = 21.8 MHz (green). The measurement for
frf = 21.8 MHz is additionally displayed after rescaling
it to frf = 16.4 MHz with equation (6) (black lines)
in order to verify its correctness and thereby our
model. From the measurements it can be seen that the
temperature rise increases with frequency which is ex-
plained by equation (4) and (5) showing that all heating
processes increase with frequency. The measurements
at frf = 16.4 MHz and frf = 21.8 MHz overlap almost
perfectly after rescaling with equation (6), implying
that the partial heating processes in the trap are well
understood and the model and the measurements are in
agreement.
In figure 10 (right) the rf voltage-dependent temperature
increase for the traps B and C is compared. Trap B is
operated at frf = 24.4 MHz (blue). To make the results
comparable to trap C the measurement of trap B is
also shown after rescaling it to frf = 16.4 MHz with
equation (6) (black lines). For sensor 2 the temperature
rises in traps B and C agree, while for sensor 1 they
differ noticeably. While for trap C both temperature
sensors display similar values (deviation ≈7% at 1.4 kV),
the temperature sensor 1 in trap B shows much colder
temperatures (≈30% deviation at 1.4 kV). We suspect
that this difference is due to the better thermal sinking
with the vacuum chamber in the set-up of trap B and to
a different geometry of the rf strips connecting the trap
to the chamber rf feedthrough. FEM simulation showed
qualitatively that to the latter has an influence over the
spread in temperature rise between the sensor 1 and 2.
Nevertheless the agreements in sensor 2 between trap B
and C show that the trap fabrication works reproducibly
with regard to the thermal properties.
From the quadratic fits to the measurements the scaling
factor γT, sensor i (i=1,2 for the two sensors) giving the
relation between heating and applied rf voltage at the
location of the sensors 1 and 2 has been extracted for
all three traps. Table VII summarizes these values for
all three traps which we measured at different rf drive
frequencies (fref as explained previously).
Table VII. Scaling factors γT for the relation between tem-
perature rise and rf voltage amplitude at the location of the
sensors 1 and 2 for all three traps. The factors have been de-
duced from the measured rf voltage scaling of the temperature
rise shown in figure 10.
γT, sensor 1 γT, sensor 2
(10−7 K/V2) (10−7 K/V2)
trap A (fref=15.1 MHz) 6.1±1.6 7.2 ±1.4
trap B (fref=24.4 MHz) 7.9±0.9 12.1±0.9
trap C (fref=16.4 MHz) 5.2 ±0.2 5.9 ±0.2
In figure 11 we show the frequency scaling of the trap
temperature rise per kV2 rf voltage amplitude for trap A
(black), trap B(blue) and trap C (red). The indicated
trend lines show the expected heating according to equa-
tion (6) and are in very good agreement with the mea-
surements. The slightly higher heating in trap A results
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Figure 11. Frequency dependent trap temperature rise per kV2 rf voltage amplitude measured with the Pt100 sensors in trap A
(black), trap B (blue) and trap C (red). The open symbols correspond to sensor 1 and the closed symbols to sensor 2. Trend
lines according to equation (6) are indicated (dashed for sensor 1 and solid for sensor 2) and show excellent agreement with the
measurements.
from the thinner gold coating compared to the other two
traps. The lower heating of trap B with respect to trap C
was discussed previously when comparing the voltage
scaling of the two traps. The experimental results on the
frequency scaling are consistent with the heat distribu-
tion obtained from the FEM calculations (section II D).
The losses in the dielectrics are small and the main contri-
bution of the heating comes from the resistive heating in
the thin gold coating as the model and the measured fre-
quency scaling display. Lower heating could be achieved
by choosing larger cross-sections for the conductor path
or by using thicker layers of deposited gold, at the ex-
pense of longer and more difficult laser-machining of the
coated chips.
The experimental measurements verify the relation in
equation (6), that can be used to estimate the trap tem-
perature rise at any rf drive frequency and amplitude in
the tested range of rf frequencies.
IV. TRAP-RELATED TEMPERATURE UNCERTAINTY
BUDGET
In this section we discuss the contributions to the
uncertainty of the rf-induced temperature rise at the
position of the ions and give the resulting absolute
uncertainties for the traps B and C.
The uncertainty of the BBR shift stems from the un-
certainty of the differential static polarizability of the
trapped species, but also from the absolute temperature
at the position of the ions, which is defined by the tem-
perature and emissivities of the parts surrounding them.
This includes the trap itself, but also the vacuum cham-
ber with its viewports. Even though the stabilization
of the latter is a technical challenge, a determination of
the BBR temperature at the location of the atoms at the
level of 5 mK uncertainty has already been demonstrated
in neutral atom experiments1. The change in thermal ra-
diation due to the temperature rise of the rf feedthrough
has also to be taken into account. Its effect on the trap
temperature is precisely read-out by the integrated Pt100
sensors but its effect on the thermal radiation should be
investigated. We consider in this study only the uncer-
tainty of the trap temperature, which heats up under
electrical drive and is often dominating the overall tem-
perature uncertainty in optical ion clocks. The rf-induced
temperature rise of the trap with respect to the temper-
ature of the vacuum chamber is obtained from measure-
ments of the Pt100 sensors integrated in the trap and
transferred to the position of the ions with equation (3).
Figure 12. Temperature measurement of sensor 1 (blue),
sensor 2 (red) and an additional Pt100 sensor placed on one
of the trap feet (purple) deduced from their resistances and
IR camera measurement (black) at the location of sensor 2.
The IR measurement at the location of sensor 2 and its tem-
perature reading agree within the uncertainty of the IR mea-
surement. The heavy heating was due to contamination from
the environment, which was cleaned afterwards22.
The first major uncertainty for the temperature rise at
the location of the ions comes from the determination
of the temperature rise of the trap and has many
contributions. The first are the reading of the integrated
Pt100 sensors and the IR camera measurements used
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as a basis for the numerical model. The Pt100 sensors
have been precisely calibrated (see section III A) and an
uncertainty σT,Pt100 ≤70 mK was obtained for typical
trap temperatures. Several other sources can contribute
to the temperature rise uncertainty. The temperature
gradients on a trap chip can lead to additional errors in
the temperature estimate. We investigate them via ther-
mal imaging of the trap supplied with 1.5 kV rf voltage
amplitude at 21.5 MHz (see figure 9). The highest tem-
perature difference on the chip is 0.51 K. This gradient
would lead to high temperature uncertainties, if only a
local measurement with the temperature sensors were
performed. Fortunately the numerical model already
takes such gradients into account. For the same electric
drive, the FEM model gives a maximal temperature
gradient of 0.47 K, which is in good agreement with the
measurement. The trap temperature rise given by the
model differs slightly from the Pt100 readings. We take
this into account with an additional uncertainty on the
trap temperature rise. For a conservative approach, we
calculate this uncertainty as the maximal local deviation
between the numerical model and the experiment. For
a voltage amplitude of 1 kV the maximal deviation
between model and experiment is 0.42 K. This deviation
scales quadratically with the rf amplitude so that the
corresponding uncertainty is σT,FEM/Exp=0.42 K/ kV
−2.
The lower bound of this uncertainty is given by the noise
of the IR camera reading, which we recall here from
section III B: σT,cam=0.2 K+0.05∆T , where ∆T is the
observed temperature rise in kelvins. The agreement be-
tween the Pt100 sensor and IR measurement has already
been investigated with the previous trap generation22.
There we performed a simultaneous measurement
(see figure 12) with the integrated Pt100 sensors, an
additional Pt100 sensor on one of the trap feet and
the IR camera with a region of interest at the location
of sensor 2. During the course of the measurement
we switched on and off the rf input voltage to see the
temperature increase and decrease due to the warm up
and cool down of the trap. The IR measurement at the
location of sensor 2 and the reading of sensor 2 (black
and red line in figure 12) agree within the uncertainty of
the IR measurement. One should note that the strong
heating was due to contamination from the environment,
which was cleaned afterwards22.
In summary the uncertainty on the trap temper-
ature rise σ∆T,Trap(i) measured with sensor i con-
tains the absolute uncertainty of the Pt100 reading
and the maximal deviations between the model
and experiment σT,FEM/Exp, leading to the uncer-
tainty σ∆T,Trap(i)=
√
σ2T,FEM/Exp + σ
2
T,Pt100(i)
with
σT,FEM/Exp ≥0.25 K for the typical temperature rises.
Finally, the temperature rise at the location of the
sensors ∆Tsensor i is transferred from the Pt100 sensor
measurements to the position of the ions ∆Tions via the
conversion factors α and β derived from the model and
introduced in equation (3). The uncertainty of those
parameters σα=σβ=0.10 has been deduced from sim-
ulations with varying input parameters (see section II E).
We use Gaussian error propagation on equation (3) to
determine the final uncertainty of the temperature rise at
the position of the ions σ∆Tions, leading to the expression
in equation (7).
σ2∆T ions = σ
2
α ·
∆T 2sensor 1
4
+ σ2∆T,Trap(1) ·
α2
4
+σ2β ·
∆T 2sensor 2
4
+ σ2∆T,Trap(2) ·
β2
4
(7)
Table VIII. Temperature rise at the position of the ions ∆Tion
for a rf drive amplitude of 750 V at typical rf frequencies used
in trap B and C to trap mixed In+/Yb+ crystals. The values
are deduced from the temperature readings of the integrated
Pt100 sensors and transferred to the location of the ions with
equation (3).
Trap B Trap C
frf=24.4 MHz frf=16.4 MHz
∆Tion (K) ∆Tion (K)
From sensor 1 0.19±0.12 0.12±0.11
From sensor 2 0.22±0.11 0.11±0.09
Both sensors (mean) 0.20±0.08 0.12±0.07
In trap B and C the rf-induced temperature rise at the
position of the ions ∆Tion is maximally 200 mK at typical
trap parameters for trapping Yb+ and In+ ions. Based
on the low rf heating of the traps and the good agree-
ment between model and experiment, the achieved un-
certainty on the temperature rise at the ions σ∆Tions is
80 mK in trap B and only 70 mK in trap C. This re-
sult, which is summarized in table VIII, is the smallest
reported trap-related temperature uncertainty at the po-
sition of the ions and shows the excellent reproducibil-
ity of the trap manufacturing. The only trap showing
a comparable temperature uncertainty at the position
of the ions is the end-cap trap of NPL2 with 140 mK.
That uncertainty is derived from a IR measurement in
combination with a FEM model, the trap does not fea-
ture an integrated Pt100 sensor for in-situ temperature
measurements. Considering the complexity of the design
of the scalable chip-based ion traps presented here the
achieved uncertainty, derived from the excellent agree-
ment between model and the Pt100 sensor and IR mea-
surments, is even more impressive.
V. BBR SHIFT IN TYPICAL ION CLOCK SPECIES
To benchmark our trap we give an estimate on the
trap-related BBR shift uncertainty for candidates for
optical ion clocks. For attaining appropriate compar-
isons we use published values for the rf and secular
frequencies and adapt the rf voltage amplitude to
obtain the same confinement in our trap. Based on the
ability to calculate the rf-induced heating depending on
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Table IX. Estimate of the trap-related BBR uncertainty of trap B for different ion species. The rf voltage amplitude has been
calculated to fit published secular frequencies (for the clock ion species) used in current optical clocks. The corresponding
average temperature rise ∆Tsensor 1 + 2 on sensor 1 and 2 and at the position of the ions ∆Tions is an estimate obtained by
rescaling the trap heating for rf amplitude and frequency as described in section III C.
Species rf frequency rf amplitude Radial secular ∆T sensor 1 + 2 ∆Tions Trap-related
(clock/logic ion, (MHz) (V) frequency (K) (K) BBR uncertainty
transition) (MHz) σ∆ν/ν0 (10
−20) at 22◦C
115In+ (172Yb+)23 16.4 741 0.75 0.25±0.25 0.09±0.07 1.2
115In+ (172Yb+)23 16.4 1499 1.5 1.02±0.95 0.37±0.26 4.6
27Al+ (25Mg+)3 40.72 2333 4.0 15.72±2.29 5.71±1.29 6.6
27Al+ (25Mg+)38 23.9 680 2.0 0.44±0.25 0.16±0.07 3.9
27Al+ (40Ca+)26 24.65 1324 3.75 1.78±0.74 0.65±0.24 1.1
27Al+ (40Ca+)39 17.128 735 3.0 0.27±0.25 0.1±0.07 0.34
88Sr+40 14.408 803 1.2 0.23+0.25−0.23 0.08±0.08 54
176Lu+ (1S0 −3 D1)41 16.74 1085 0.7 0.56±0.5 0.20±0.14 0.26
176Lu+ (1S0 −1 D2)42 16.8 906 0.585 0.39±0.35 0.14±0.1 2.4
171Yb+43 (E3) 15 944 0.7 0.34+0.38−0.34 0.12±0.10 9.6
171Yb+43 (E2) 15 944 0.7 0.34+0.38−0.34 0.12±0.10 79
171Yb+2 (E3) 14 1266 1.0 0.53+0.0.68−0.53 0.20±0.19 17.1
40Ca+7 24.54 1090 2.1 1.20±0.50 0.43±0.16 189
frequency and amplitude with equation (6), we calculate
the related trap temperature rise as an example for AlN
trap B at the location of the two sensors ∆T sensor 1 + 2
and at the position of the ions ∆Tions with equation (3).
Table IX summarizes this estimate.
For rf drive frequencies below 25 MHz and amplitudes
below 1.5 kV, the temperature rise at the position of the
ions in trap B is below 700 mK and its uncertainty on
the order of a few 100 mK maximum. The uncertainty
is given by the calibration of the integrated Pt100 sen-
sors, the deviation between the thermal numerical model
and experiment and the conversion factors α and β re-
lating the temperature measured with the two sensors
to the position of the ions, as explained in section IV.
For the clock candidates with extremely low differential
polarizabilities, like 27Al+, 115In+ and 176Lu+, the re-
sulting trap-related BBR-shift uncertainty in our trap B
is in the 10−20 range or below. Even for ion species with
extremely high polarizability the resulting trap-related
BBR-shift uncertainty is below 2×10−18. Trap B and C
are identical, but are mounted differently in the vacuum
chamber. The resulting trap-related BBR uncertainties
in trap C correspond to those of trap B within 10% de-
viation.
VI. SUMMARY AND OUTLOOK
We presented scalable chip ion traps with very low
and precisely determined heating in operation, thus
obtaining one of the smallest trap-related contribution
to the BBR uncertainty of trapped ions experiments. We
described design considerations for the development of
ions traps with optimized passive thermal management
and discussed possible materials for trap fabrication.
The traps are composed of a stack of four AlN chips
and feature two integrated Pt100 sensors for a precise
determination of the trap temperature. We used FEM
calculations to model the thermal heating of the trap
and analyze the heat distribution between its parts.
The model is precisely refined using IR measurements
of the related material emissivities and imaging of the
trap under use. Controlled local heating is applied
on the trap to derive the thermal contacts that are
not accessible via IR imaging only. Conversion factors
are derived from the model in order to determine
precisely the rf-induced temperature rise seen by the
ions from the reading of the integrated Pt100 sensors.
The factors are used to obtain a real-time in-situ es-
timate of the temperature rise at the position of the ions.
In total, three traps of the same geometry have been
analyzed experimentally. We described the calibration of
the sensors of two traps to absolute uncertainties around
70 mK at a typical lab temperature around 22 °C. The
temperature rise of all three traps has been investigated
using the integrated Pt100 sensors and for one trap IR
measurements have been done in parallel to compare
the results and to analyze the maximal temperature
gradient across the trap. We investigated the scaling of
the heating with rf frequency and amplitude and found
excellent agreement with the numerical model. Hereby
we verify that the model can be used to estimate the
expected trap temperature rise at any rf frequency or
amplitude. All three analyzed traps display very low
rf-induced heating. Typical trap parameters to trap
mixed In+/Yb+ crystals lead to a temperature rise at
the ions position of 200 mK in trap B and C as shown in
table VIII.
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Finally, we discussed the contributions to the uncertainty
of the temperature at the position of the trapped ions.
The temperature at the position of the ion is dominated
by the contribution from the trap: The reasons are that
a large part of the ions solid angle is covered by the
trap and the distance between trap and ion is on the
order of a tenth of a millimeter to a few millimeter.
The temperature uncertainty at the position of the
ions related to our trap is below 80 mK at typical trap
parameters to confine mixed In+/Yb+ crystals, when
using both sensors as summarized in table VIII. This
corresponds to one of the smallest published trap-related
temperature uncertainties among the trapped ion com-
munity and is an important achievement for complex,
scalable chip ion traps. Together with the suitability
of the traps for high-precision spectroscopy of several
ions23, the low trap-related temperature uncertainty
paves the way for multi-ion or quantum logic clocks with
extremely low BBR-shift uncertainties. The estimate
of the trap-related BBR-shift uncertainty for typical
ion clock species in our trap is in the 10−19 range or
below for clock transitions with low differential static
polarizability. This demonstrates that even with the use
of complex chip-based ion traps the overall uncertainty
of the best modern single-ion clocks is not limited by
the trap-related BBR-shift uncertainty. To give the full
uncertainty of the temperature at the ion’s position,
one also has to consider the temperature of the vacuum
chamber. For individual setups the specific vacuum
chamber and rf feedthrough can be included in the
model. A control of the uncertainty of the temperature
of the vacuum chamber on a level of 5 mK has already
been achieved.1
For many ion clock species the uncertainties on the
differential static polarizability ∆αstat and the dy-
namical correction η are limiting the total BBR-shift
uncertainty since theoretical values are difficult to
derive with low uncertainty44 and experimental char-
acterization is sometimes challenging. The unknown
polarizability is a limiting factor for absolute frequency
measurements, and its precise determination is re-
quired for a possible redefinition of the second.45 Many
applications, however require just relative frequency
measurements. One example is the use of optical clocks
to determine geodetic height differences, referred to
as chronometric leveling.46–48 Frequency comparisons
using portable clocks to evaluate the time differences
at different geodetic heights require only reproducible
clock measurements.7,13,26,49–54 Also the relative fre-
quency comparison of two clocks using the same ion
species located at different geodetic heights directly
measures the height difference without prior knowledge
of the polarizability. The here-demonstrated thermal
management of ion traps enables a relative frequency
comparison with a reproducibility in the 10−19 range
with respect to the BBR shift. For some species even
the 10−20 range is possible (according to table IX).
The resolution of a frequency difference in the 10−19
range corresponds to a physical height resolution in the
millimeter regime.
The dominating uncertainty contribution for the trap-
related temperature uncertainty is the conservative
maximal deviation between the model and the experi-
mental results. Additional IR measurements with more
temperature references, together with a more detailed
fitting of the thermal contacts inside the trap stack
could drastically reduce this uncertainty. Alternatively,
the use of crystalline materials, such as diamond and
sapphire for the fabrication of the trap can provide even
better precision owing to their higher homogeneity.
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APPENDIX - CALIBRATION OF THE INTEGRATED
PT100 SENSORS
The uncertainty of the Pt100 sensors is specified by the
manufacturer to be 300 mK. For a more precise temper-
ature estimate a smaller uncertainty is necessary so we
have carried out a complex calibration ourselves which is
described in the following. The sensors make use of the
temperature dependent electrical resistance R(T ) which
can be approximated with a second-order polynomial (T
in °C):
R(T ) = R0 · (1 + c1 · T + c2 · T 2). (8)
For temperatures above 0 ° C the inverse relation is given
by:
T (R) =
−R0 · c1
√
(R0 · c1)2 − 4R0 · c2 · (R0 −R)
2R0 · c2 . (9)
To achieve a low uncertainty for the temperature
measurement the coefficients c1, c2 and R0 have been
determined for the sensors on trap B and C. The calibra-
tion of the bare sensor, which is commonly carried out
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with an oil-bath, is different than for a sensor soldered
on the trap chip and connected to the electronics via
additional conductor tracks. The calibration must there-
fore be done with the complete trap. To maintain the
UHV suitability we developed a calibration procedure
avoiding the use of the common oil bath for this type of
calibration.
Calibration procedure
For this calibration the trap is installed inside a copper
cuboid with a wall thickness of 10 mm. Four reference
sensors, calibrated at PTB to an uncertainty of 7 mK55,
are placed on the inside and outside of the cuboid. The
cuboid is wrapped in several layers of bubble wrap and
is placed inside a Styrofoam box. This box is positioned
inside a refrigerator box with an integrated Peltier ele-
ment, which is used to heat and cool the box to different
temperatures (figure 13). The resistance measurements
of the six sensors, the two on the trap and the four refer-
ence sensors, is performed with a calibrated precision dig-
ital multimeter56 and the four-wire sensing method. In
total the trap in its thermal shield has been cooled and
heated to eight different temperatures between 19.7 °C
and 34 °C.
Figure 13. Set-up for the absolute temperature calibration
of the integrated Pt100 sensors. Left: side view of the trap
placed inside a refrigerator box including a Peltier module.
Right: Picture of the trap placed on the copper base plate.
The rest of the box is then placed on top of it.
Before measuring the resistances of the six sensors for
the respective temperatures the system was allowed to
equilibriate for two days. The resistance value of each
sensor at each temperature is the mean of 25 equidistant
measurements over a time interval of two minutes while
its standard deviation gives a statistical uncertainty for
that value. The resistance measurement is performed
twice for one of the reference sensors, at the beginning
and at the end of each measurement series, in order to
quantify the temperature drift over the time elapsed
during the measurement procedure for all sensors. The
mean value of the four calibrated reference sensors is
taken as the equilibrated temperature inside the box.
The reading ot the Pt100 sensors is done with a current
of 1 mA leading to a resistive heating, which needs to
be considered for precise temperature measurements.
We characterize this so called self-heating for all sensors
and consider it for the temperature and uncertainty
determination. We apply small dc currents between
0.5 mA and 10 mA to the sensors and measure the
current and voltage drop across the sensor with two cal-
ibrated precision digital multimeters56. With Ohm’s law
the respective resistance and thereby the temperature
can be calculated and the quadratic behavior between
measurement current and temperature can be fitted.
Result
Figure 14 shows the result of the calibration of the inte-
grated sensors for the traps B and C and the fit of the
data using equation (8). Trap A has yet to be calibrated.
Table X lists the respective fit results of the parameters
c1, c2 and R0.
Figure 14. Top: Temperature dependency of the resistance
of the integrated Pt100 sensors on trap B (blue) and C (red).
The open symbols correspond to sensor 1 and the closed to
sensor 2. The error bars are below 0.5 mΩ and thereby smaller
than the plotted points. Bottom: Residuals of the fitted mea-
surement. The temperature uncertainties across the temper-
ature range of 20-34 °C are between 9-26 mK for trap B and
4-31 mK for trap C.
Table X. Calibration coefficients for the integrated PtT100
sensors of trap B and C.
Trap R0 (Ω) c1 (10
−3 Ω/°C) c2 (10−7 Ω/°C)
B - Sensor 1 102.530±0.011 3.860±0.009 -8.9±1.7
B - Sensor 2 102.478±0.012 3.872±0.010 -8.8±1.8
C - Sensor 1 102.658±0.0101 3.850±0.008 -6.1±1.6
C - Sensor 2 102.376±0.010 3.864±0.008 -7.1±1.6
Table XI lists all accounted uncertainties for the tem-
perature determinations that are used for the calibra-
tion of the two integrated Pt100 sensors. The dominant
uncertainty source at 22 °C (as a typical lab tempera-
ture) are the temperature gradients across the copper
cuboid which increase with the temperature at a rate of
3 mK/°C.
Less dominant are the temperature uncertainties of
the individual reference sensors and the temperature
drift during the measurement. The uncertainties of the
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Table XI. Uncertainty contributions for the temperature de-
termination at T=22 °C within the Pt100 sensor calibration.
The resulting absolute uncertainty of the temperature deter-
mination σT,Pt100 is obtained with Gaussian error propaga-
tion on equation (III)
Source Uncertainty (mK)
Reference Pt100 sensors <8
Digital multimeter <1
Self-heating per sensor <1
Temperature drift during measurements <4
Temperature gradients over copper box <10
digital multimeter and the self-heating of all sensors are
almost negligible. Table XI lists only the uncertainty
of a resistance measurement at a single temperature.
The temperature dependency of the sensor resistance
is then fitted using equation (8). The fit errors on the
parameters c1, c2 and R0 add to the total temperature
uncertainty of the sensors.
With Gaussian error propagation on equation (9) and
the calibration coefficients from table X we derive the
absolute temperature uncertainty σT,Pt100. The result-
ing absolute temperature uncertainty σT,Pt100 for both
integrated sensors in trap B and C is shown in figure 8
in section III A. For a typical lab temperature of 22 °C
the absolute temperature uncertainty of both sensors is
below 70 mK in the case of trap B and below 60 mK for
trap C.
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